
SECTION 4 

INTERFERENCE TESTS 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100155 
Date: 11/03/2011 
Time: 15:53:38 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-10-040A1 
SOLUTION CONCENTRATION: 0.040 

BLANK TEST 0.000 
CALIBRATION CHECK PASSED 

Xq = 0.083 (1.59%) 
SIMULATOR VAPOR 34.0"CINTERFERENCE 

X [ l ] = 0.0453 (-0.0056) (0.0009) 
SIMULATOR VAPOR 34.0°CINTERFERENCE 

X [ l ] = 0.0450 (-0.0060) (0.0007) 
SIMULATOR VAPOR 34.0"CINTERFERENCE 

X [ l ] = 0.0441 (-0.0066) (0.0005) 
SIMULATOR VAPOR 33.9"CINTERFERENCE 

X [ l ] = 0.0442 (-0.0063) (0.0009) 
SIMULATOR VAPOR 34.0"CINTERFERENCE 

X [ l ] = 0.0444 (-0.0066) (0.0006) 
SIMULATOR VAPOR 34.0"CINTERFERENCE 

X [ l ] = 0.0445 (-0.0061) (0.0011) 
SIMULATOR VAPOR 33.9"CINTERFERENCE 

X [ l ] = 0.0444 (-0.0061) (0.0008) 
SIMULATOR VAPOR 34.0°C 0.044 

X [ l ] = 0.0447 (-0.0049) (0.0011) 
SIMULATOR VAPOR 34.0"CINTERFERENCE 

X [ l ] = 0.0445 (-0.0059) (0.0009) 
SIMULATOR VAPOR 34.0"CINTERFERENCE 

X [ l ] = 0.0448 (-0.0060) (0.0005) 
BLANK TEST 0.000 
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DIAGNOSTIC RESULT 

DataMaster DMT: 100142 
Location: 
Calibration Date: 11/03/2011 
Certification Date: 11/03/2011 
Installation Date: 
Test Date: 11/03/2011 
Test Time: 16:18:25 

VERSIONS 
DMT: 1.01 
PIC: 2.05 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 49.1°C 
Breath Tube = 48.1°C 
D i g i t a l Sim = 0.0°C 

SETTINGS 
Lamp Voltage = 1.67 V 
Cooler Voltage = 1.61 V 
Bias Voltage = 80 V 
Chopper Freq = 539 Hz 

PUMP INFO 
Flow Rate = 5.256 L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0563 0.0581 
MIN(V) 0.0545 0.0567 

FILTER INFO 
F i l t e r 1 0.057 Zero = true 
F i l t e r 2 0.279 Zero = true 
F i l t e r 3 0.549 Zero = true 

CALIBRATION CHECK 
Xq = 0.072 0.36% 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100155 
Date: 11/03/2011 
Time: 16:19:16 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-10-040A2 
SOLUTION CONCENTRATION: 0.040 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
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BLANK TEST 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100155 
Date: 11/03/2011 
Time: 16:34:47 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-18-0401 
SOLUTION CONCENTRATION: 0.040 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
BLANK TEST 
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0"CINTERFERENCE 16:36 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100155 
Date: 11/04/2011 
Time: 08:13:48 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-29-080A1 
SOLUTION CONCENTRATION: 0.081 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33 
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DIAGNOSTIC RESULT 

DataMaster DMT: 100155 
Location: 
Calibration Date: 11/03/2011 
Certification Date: 11/03/2011 
Installation Date: 
Test Date: 
Test Time: 

11/04/2011 
08:50:01 

VERSIONS 
DMT: 1.01 
PIC: 2.05 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 49.1°C 
Breath Tube = 48.0°C 
D i g i t a l Sim = 33.8°C 

SETTINGS 
Lamp Voltage = 1.79 V 
Cooler Voltage = 1.72 V 
Bias Voltage = 80 V 
Chopper Freq = 545 Hz 

PUMP INFO 
Flow Rate = 5.795 L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0230 0.0258 
MIN(V) 0.0213 0.0248 

FILTER INFO 
F i l t e r 1 0.026 Zero = true 
F i l t e r 2 0.311 Zero = true 
F i l t e r 3 0.552 Zero = true 

CALIBRATION CHECK 
Xq = 0.083 1.49% 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100155 
Date: 11/04/2011 
Time: 08:55:03 
SUPERVISOR NAME: 

KIRK L KIMBALL ,lM^ A 

SOLUTION LOT #: 12-21-080.X-
SOLUTION CONCENTRATION: 0.082 
BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
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DIAGNOSTIC RESULT 

DataMaster DMT: 100155 
Location: 
Calibration Date: 11/03/2011 
Certification Date: 11/03/2011 
Installation Date: 
Test Date: 11/04/2011 
Test Time: 09:08:27 

VERSIONS 
DMT: 1.01 
PIC: 2.05 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 48.8°C 
Breath Tube = 48.0°C 
D i g i t a l Sim = 0.0°C 

SETTINGS 
Lamp Voltage = 1.79 V 
Cooler Voltage = 1.72 V 
Bias Voltage = 80 V 
Chopper Freq = 545 Hz 

PUMP INFO 
Flow Rate = 5.689 L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0266 0.0293 
MIN(V) 0.0254 0.0280 

FILTER INFO 
F i l t e r 1 0.028 Zero = true 
F i l t e r 2 0.313 Zero = true 
F i l t e r 3 0.556 Zero = true 

CALIBRATION CHECK 
Xq = 0.083 1.06% 

DMT Serial Number #100155 Page 1 of 1 11/04/2011 9:09 AM 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100155 

Date: 
Time: 

11/04/2011 
09:31:55 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-21-080M 
SOLUTION CONCENTRATION: 0.082 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
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BLANK TEST 
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DIAGNOSTIC RESULT 

DataMaster DMT: 100155 
Location: 
Calibration Date: 11/03/2011 
Certification Date: 11/03/2011 
Installation Date: 
Test Date: 11/08/2011 
Test Time: 07:49:42 

VERSIONS 
DMT: 1.01 
PIC: 2.05 
Modem: 2.2 
Questions: 2.0 

Sample Chamber = 49.1°C 
Breath Tube 
D i g i t a l Sim 

= 48.1°C 
= 33.9°C 

SETTINGS 
Lamp Voltage = 1.7 9 V 
Cooler Voltage = 1.72 V 
Bias Voltage = 80 V 
Chopper Freq = 545 Hz 

PUMP INFO 
Flow Rate = 5.784 L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0561 0.0600 
MIN(V) 0.0539 0.0587 

FILTER INFO 
F i l t e r 1 0.059 Zero = true 
F i l t e r 2 0.343 Zero = true 
F i l t e r 3 0.560 Zero = true 

CALIBRATION CHECK 
Xq = 0.082 0.21% 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100155 
Date: 11/08/2011 
Time: 08:02:20 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-28-040M 
SOLUTION CONCENTRATION: 0.040 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
SIMULATOR VAPOR 33 
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SIMULATOR VAPOR 34 
BLANK TEST 
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SECTION 5 

FINAL CALIBRATION CHECK TESTS 



DIAGNOSTIC RESULT 

DataMaster DMT: 100155 
Location: 
Calibration Date: 11/03/2011 
Certification Date: 11/03/2011 
Installation Date: 
Test Date: 11/08/2011 
Test Time: 10:11:00 

VERSIONS 
DMT: 1.01 
PIC: 2.05 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 48.7°C 
Breath Tube = 47.2°C 
D i g i t a l Sim = 33.9°C 

SETTINGS 
Lamp Voltage = 1.7 9 V 
Cooler Voltage = 1.72 V 
Bias Voltage = 80 V 
Chopper Freq = 546 Hz 

PUMP INFO 
Flow Rate = 5.803 L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0665 0.0695 
MIN(V) 0.0642 0.0679 

FILTER INFO 
F i l t e r 1 0.068 Zero = true 
F i l t e r 2 0.353 Zero = true 
F i l t e r 3 0.587 Zero = true 

CALIBRATION CHECK 
Xq = 0.083 1.49% 
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DIAGNOSTIC RESULT 

DataMaster DMT: 100155 
Location: 
Calibration Date: 11/03/2011 
Certification Date: 11/03/2011 
Installation Date: 
Test Date: 11/08/2011 
Test Time: 10:19:20 

VERSIONS 
DMT: 1.01 
PIC: 2.05 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 48.9°C 
Breath Tube = 48.1°C 
D i g i t a l Sim = 34.0°C 

SETTINGS 
Lamp Voltage = 1.79 V 
Cooler Voltage = 1.72 V 
Bias Voltage = 80 V 
Chopper Freq = 547 Hz 

PUMP INFO 
Flow Rate = 5.770 L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0626 0.0667 
MIN(V) 0.0612 0.0650 

FILTER INFO 
F i l t e r 1 0.066 Zero = true 
F i l t e r 2 0.350 Zero = true 
F i l t e r 3 0.583 Zero = true 

CALIBRATION CHECK 
Xq = 0.083 1.17% 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100155 
Date: 11/08/2011 
Time: 10:22:28 
SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: GUTH 11050 
SOLUTION CONCENTRATION: 0.100 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0' 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 33.9°C 
BLANK TEST 

C 
.0°C 

0.000 
PASSED 
0.100 
0.100 
0.101 
.100 
.101 
.100 
.100 

0.101 
0.100 
0.100 
0.000 

Average = 0.100 
Std Dev = 0.000 • A' 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100155 

Date: 11/08/2011 
Time: 10:47:55 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-22-100 
SOLUTION CONCENTRATION: 0.101 
BLANK TEST 0. 000 10: 48 
CALIBRATION CHECK PASSED 10: 48 
SIMULATOR VAPOR 33 .9°C 0. 100 10: 49 
SIMULATOR VAPOR 33 .9°C 0. 100 10: 50 
SIMULATOR VAPOR 33 .9°C 0. 100 10: 51 
SIMULATOR VAPOR 33 .9°C 0. 100 10: 52 
SIMULATOR VAPOR 33 -9°C 0. 100 10: 53 
SIMULATOR VAPOR 33 .9°C 0. 101 10: 54 
SIMULATOR VAPOR 34 .0°C 0. 101 10: 55 
SIMULATOR VAPOR 34 -0°C 0. 101 10: 56 
SIMULATOR VAPOR 33 .9°C 0. 100 10: 57 
SIMULATOR VAPOR 33 .9°C 0. 100 10: 58 
BLANK TEST 0. 000 10: 59 

Average = 0.100 
Std Dev = 0.000 
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SECTION 6 

ERROR REPORTS 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100155 
Date: 11/04/2011 
Time: 09:21:58 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-21-080M 
SOLUTION CONCENTRATION: 0.082 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 

09:22 
09:22 

0.000 
PASSED 

2"CINTERFERENCE 09:23 
4"CINTERFERENCE 09:24 
4"CINTERFERENCE 09:25 
4"CINTERFERENCE 09:26 
4"CINTERFERENCE 09:27 
4"CINTERFERENCE 09:28 
4"CINTERFERENCE 09:29 

Simulator Temperature Too High 
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